Fracture of a coronary guidewire during graft thrombectomy with the X-sizer device.
We present the first case reported of fracture of a coronary guidewire during thrombectomy of a massive thrombus in a recently occluded coronary bypass graft with the recently developed atherectomy catheter X-Sizer. The thrombus was successfully aspirated without distal embolisation and the guidewire fragment was trapped in the graft after covering with a coronary stent. Possible reasons for this unusual complication of X-Sizer are discussed.